Purpose {#sec1}
=======

Perineal interstitial brachytherapy is used in locally advanced cervix carcinoma \[[@cit0001], [@cit0002], [@cit0003], [@cit0004], [@cit0005], [@cit0006], [@cit0007], [@cit0008]\]. The current commercially available interstitial templates are: Martinez universal perineal interstitial template (MUPIT) (Nucletron, Elekta AB, Stockholm, Sweden) \[[@cit0009]\] and the Syed template (Best Medical International, Inc. Springfield, VA, USA) \[[@cit0010]\]. Their standard commercial version does not have an intracavitary component (IC) and they are (at least MUPIT template) incompatible with magnetic resonance imaging (MRI), thus necessitating the use of computed tomography (CT) dosimetry. Both have the possibility of adding an intracavitary component, but do not fit perfectly. In addition, Syed template can be used with MRI with titanium needles.

Until April of 2013, we employed MUPIT as a part of radical treatment. In order to improve perineal interstitial brachytherapy by incorporating MRI into these treatments, we developed Template Benidorm (TB) \[[@cit0011], [@cit0012]\] (Lorca Marín S.A, Murcia, Spain). This applicator is completely compatible with MRI and allows for combination of intracavitary radiotherapy and MRI-compatible transperineal interstitial needles (IS). In 2007, with the incorporation of MRI in our department for brachytherapy treatments of gynecologic tumors, we have begun to follow the recommendations of ABS/GEC-ESTRO for volume definitions and dose-volume analysis \[[@cit0013], [@cit0014]\] for image guided brachytherapy (IGBT).

The aim of this study is to retrospectively assess treatment outcome of 59 patients with primary, locally advanced cervix carcinoma, who were treated with perineal interstitial brachytherapy with MUPIT (34 patients) and IC/IS brachytherapy with TB (25 patients), and to analyze potential differences in dosimetry, clinical results, and toxicity in both groups of patients, with the main difference of possibility to incorporate MRI in volume definitions and dose-volume dosimetry with TB.

Material and methods {#sec2}
====================

From December 2005 to October 2015, 108 patients with malignant cervical tumors were treated with perineal interstitial brachytherapy. We excluded from this analysis 28 vaginal vault or cervical stump recurrences, and 21 patients without follow-up. The remaining 59 patients with histologically proven primary carcinoma of the cervix were treated: 34 with MUPIT and, after April 2013, 25 patients were treated with TB ([Table 1](#t0001){ref-type="table"}).

###### 

Patients and disease characteristics

  Factors                                       Total      MUPIT (*n* = 34)   TB (*n* = 25)
  --------------------------------------------- ---------- ------------------ ---------------
  Age                                                      54.5 yr (36-79)    57 yr (33-77)
  T[\*](#tf1-1){ref-type="table-fn"}                                          
   T2A                                          1 (2%)     --                 1 (2%)
   T2B                                          29 (49%)   17 (29%)           12 (20%)
   T3A                                          3 (5%)     2 (3%)             1 (2%)
   T3B                                          15 (25%)   10 (17%)           5 (8%)
   T4                                           11 (19%)   5 (8%)             6 (10%)
  N[\*](#tf1-1){ref-type="table-fn"}                                          
   N0                                           45 (76%)   29 (49%)           16 (27%)
   N1                                           11 (19%)   5 (8%)             6 (10%)
   M1                                           3 (5%)     --                 3 (5%)
  Stage[\*\*](#tf1-2){ref-type="table-fn"}                                    
   IIA                                          1 (2%)     --                 1 (2%)
   IIB                                          27 (46%)   17 (29%)           10 (17%)
   IIIA                                         3 (5%)     2 (3%)             1 (2%)
   IIIB                                         14 (24%)   10 (17%)           4 (7%)
   IVA[\*\*\*](#tf1-3){ref-type="table-fn"}     11 (18%)   5 (8%)             6 (10%)
   IVB[\*\*\*\*](#tf1-4){ref-type="table-fn"}   3 (5%)     --                 3 (5%)
  Vaginal involvement                                                         
   No                                           19 (32%)   10 (17%)           9 (15%)
   Yes                                          40 (68%)   24 (41%)           16 (27%)
  Parametrial involvement                                                     
   Free                                         7 (12%)    4 (7%)             3 (5%)
   Unilateral                                   21 (36%)   15 (25%)           6 (10%)
   Bilateral                                    31 (52%)   15 (25%)           16 (27%)
  Myometrial involvement                                                      
   Yes                                          15 (25%)   8 (14%)            7 (12%)
   No                                           44 (75%)   26 (44%)           18 (31%)

AJCC tumor node metastasis (TNM) \[[@cit0016]\]

International Federation of Gynecology and Obstetrics (FIGO 2009) \[[@cit0015]\]

Infiltration of bladder \[[@cit0006]\] or rectum \[[@cit0005]\]

Para-aortic lymph node metastases \[[@cit0002]\] or supraclavicular metastases \[[@cit0001]\]

The developed template adapts the currently existing manufactured MRI compatibles of intrauterine tubes (Nucletron, Elekta). These 15, 30, and 45 grade tubes are 4, 6, and 8 cm long, allowing the deliver of a large central dose. This device can also use 20 or 24 cm long titanium needles to cover the disease in all directions. The intracavitary component helps to straighten the uterus, while maintaining the straight geometry of the parallel and angled needles. The TB has 12 rows, 1.1 cm apart (measured from center to center of each needle), in order to introduce straight and angled titanium needles. It has 7 rows, in which there are 35 straight holes for parallel needle placement, and 5 rows, in which there are 16 angled holes (7º). This template allows coverage of the distal parametrium (up to 4.5 cm from the middle of the intracavitary tube) and the entire vagina. It has also the possibility to include a vaginal cylinder 2.4 cm in diameter; these cylinders are available in lengths from 4, 6, 8, 10, and 13 cm to accommodate different vaginal lengths, with 8 positions of needles in its surface. Plastic obturator tracks fasten the needles to avoid displacement. A second plate of the exactly same design, covers the first in order to achieve adequate docking and to prevent displacement of the components of the applicator. This second plate can hold a central needle when the introduction of the intrauterine tube is not possible ([Figure 1](#f0001){ref-type="fig"}).

![A, B) Template Benidorm. C) Vaginal cylinder with 8 positions on its surface and central hole for intrauterine tube. D) Vaginal cylinder with intrauterine tube and central needle (when the introduction of the intrauterine tube is not possible). E) Cylinders available in different lengths to accommodate vaginal length](JCB-8-28602-g001){#f0001}

Brachytherapy treatment planning was done one week before the procedure. Pre-implant imaging with CT (LightSpeed VCT, GE Medical Systems, Milwaukee, Wisconsin, USA) for MUPIT patients, or MRI (Optima MR450w, GE Medical Systems, Milwaukee, Wisconsin, USA) for TB patients was completed with the respective templates and a vaginal obturator of a known length (13 cm for MUPIT and 4-12 cm for TB according to the vaginal length) in place, and the bladder filled with 50 cm^3^ of saline solution. Contiguous 2.5 mm thick CT slices and T2 weighted axial MRI images were taken ([Figure 2A-F](#f0002){ref-type="fig"}) \[[@cit0012]\]. The number, position, and depths of the needles were defined using these images, always allowing an offset of 10 mm from the tip of the needle to describe the first dwell position. Thus, the depth was considered appropriate if the clinical target volume (CTV) was entirely covered up to a 10 mm superior margin.

![A-C) Computed tomography for pre-plan in MUPIT. D-F) Magnetic resonance imaging (MRI) for pre-plan in Template Benidorm (TB). G, H) Pre-plan MRI (Library) for TB](JCB-8-28602-g002){#f0002}

We added TB to the applicator library of treatment planning system (TPS), so that the system could prepare a dosimetrically accurate pre-plan that would enhance the safety of the procedure ([Figure 2G, H](#f0002){ref-type="fig"}) \[[@cit0017]\]. Although this pre-plan was done without an intrauterine tandem, the interstitial component was adapted to the CTV for an optimal procedure, mainly in cases in which extensive disease had so distorted the anatomy that adequate coverage of the CTV would have been difficult to achieve.

Implantation of the applicator was similar with either MUPIT or TB \[[@cit0011]\]. Median number of needles employed was 17 (range 12-23 needles) in MUPIT, and 16 in TB (range 10-19 needles).

Computed tomography was used for dosimetry for MUPIT patients, and a 1.5 T-axial MRI sequence (T2 weighted fast recovery fast spin echo \[FRFSE\]) was used for TB patients ([Figure 3A, B](#f0003){ref-type="fig"}). Normal saline solution (50 cm^3^) was injected into the bladder to help in volume definition. Hyoscine-n-butylbromide (20 mg) was administrated intravenously for aperistaltic effect to TB patients before MRI.

![A) Planning computed tomography in MUPIT. B) Planning magnetic resonance imaging in Template Benidorm (TB). C) Computed tomography-based dosimetry in MUPIT. D) Magnetic resonance imaging-based dosimetry in TB](JCB-8-28602-g003){#f0003}

Six 4 Gy fractions were prescribed to CTV over four days, six hours apart. Due to the dose characteristics involved in using a single interstitial implant and a single prescription dose over the CTV, the organs at risk (OARs) (rectum and bladder) and the CTV were delineated in the CT scan in MUPIT implants and in the MRI in TB implants. In every case, the same radiation oncologist, with more than 15 years of experience in interstitial brachytherapy, performed this function. With either template, the CTV was defined taking into account initial imaging studies, clinical examination at the first consultation, and direct examination under anesthesia at the time of the implant. Gross tumor volume (GTV) at diagnosis and GTV at the time of brachytherapy were unified in a single CTV (that includes GTV, CTV~HR~, and CTV~IR~), based on GEC-ESTRO recommendations and ICRU 89 \[[@cit0005], [@cit0018], [@cit0019], [@cit0020]\].

The dosimetry was optimized to improve the implant coverage and to reduce rectal/bladder doses. Dose constraints applied to the OAR were based on the ABS/GEC-ESTRO that recommended maximal dose of 75 Gy (EQD~2~) to 2 cm^3^ of the rectum and sigmoid, and 85 Gy (EQD~2~) to the 2 cm^3^ of the bladder. The cumulative equivalent dose (external beam radiotherapy \[EBRT\] and brachytherapy) for 2 Gy (EQD~2~) for OARs was calculated assuming α/β of 10 for the CTV, and 3 for OARs as recommended \[[@cit0013], [@cit0014]\] ([Figure 3C, D](#f0003){ref-type="fig"}).

Seven patients treated with TB were scanned with both CT and MRI. Clinical target volumes and OARs were defined in both image sets by the same practitioner to develop both CT-based and MRI-based treatment plans. Volumes and DVH-related parameters were compared.

All statistical analysis was done with SPSS 15.0 software. Actuarial survivals were estimated using Kaplan-Meier analysis. The impact of various prognostic factors on survival was evaluated using the log rank test with a significance threshold of *p* ≤ 0.05.

Results {#sec3}
=======

The median age was 56 years (range 33-79 years). There were 50 squamous cell carcinomas (85%), 5 adenocarcinomas (9%), 2 neuroendocrine tumors (3%), and 2 papillary squamous cell carcinomas (3%). Magnetic resonance imaging was performed for diagnosis in all patients. The patients were clinically and radiologically (MRI) staged \[[@cit0015]\]. To compare data of topography and dimensions in the treatments with each applicator and any potential relationship with local control or toxicity, we have also determined if there were vaginal extension. Additionally, we have noted whether any parametrial involvement was free, unilateral, or bilateral, or any myometrial involvement. Patients and disease characteristics are shown in [Table 1](#t0001){ref-type="table"}.

All patients were treated with a combination of EBRT to the pelvis or to the pelvis and para-aortic (N1 and M1 patients; *n* = 10, 17%). Thirteen patients (22%) received radiotherapy with a lymph node boost (LNB), and 6 patients (10%) received a parametrial boost (PMB). The median EBRT dose was 50 Gy (range 45-55 Gy), the median LNB was 10.8 Gy (range 8.4-16.2 Gy), and the median PMB was 5 Gy (range 5-10 Gy). All patients received weekly, concomitant, cisplatin-based chemotherapy. After EBRT, interstitial brachytherapy was applied.

After EBRT (43 patients, 73%) and before brachytherapy, radiological response and anatomic changes were evaluated using MRI. In eleven patients, there was a radiologic complete response, and in 32 there was a partial response. Fifty-nine patients with primary locally advanced cervix carcinoma, 34 treated with MUPIT and 25 with TB, were analyzed. Median CTV volumes and relationship to the tumor extension defined with CT (MUPIT) and MRI (TB) are given in [Table 2](#t0002){ref-type="table"}. Median D~90~ of the CTV, median rectum D~2cm^3^~, and median bladder D~2cm^3^~ with both applicators are shown in [Table 3](#t0003){ref-type="table"}. The dosimetric results for 7 patients with volumes defined using both MRI and CT for the same implant are shown in [Table 4](#t0004){ref-type="table"}. Median follow-up was 25 months (3-101 months).

###### 

Median clinical target volumes according to stage

  --------------------------------------------------------------
  Factor        MUPIT (*n* = 34)         TB (*n* = 25)
  ------------- ------------------------ -----------------------
  Total\        163.5 cm^3^ (± 59.09)\   91.9 cm^3^ (± 32.57)\
  (range)       (81.8-329.4 cm^3^)       (26.2-161 cm^3^)

  Tumor stage                            

   T2A          --                       101.8 cm^3^

   T2B          139.6 cm^3^\             85.8 cm^3^\
                (81.8-241.2 cm^3^)       (26.2-123 cm^3^)

   T3A          212.4 cm^3^\             83.3 cm^3^
                (158.2-266.6 cm^3^)      

   T3B          214.8 cm^3^\             75.3 cm^3^\
                (155.6-329.4 cm^3^)      (59.8-161 cm^3^)

   T4A          157.4 cm^3^\             110.7 cm^3^\
                (135.8-198 cm^3^)        (79.4-147.7 cm^3^)
  --------------------------------------------------------------

###### 

Median D~90~ of clinical target volumes and D~2cm^3^~ of rectum and bladder (EQD~2~, EBRT + HDR) in MUPIT and Template Benidorm

                      MUPIT (*n* = 34)    TB (*n* = 25)
  ------------------- ------------------- ------------------
  D~90~ CTV           75.8 Gy (± 3.29)    78.6 Gy (± 5.88)
   Range              69-82 Gy            62.5-84.2 Gy
  D~2cm^3^~ rectum    75.3 Gy (± 11.52)   69.9 Gy (± 6.48)
   Range              69.8-132.1 Gy       58.3-83.7 Gy
  D~2cm^3^~ bladder   79.8 Gy (± 13.61)   77.1 Gy (± 8.55)
   Range              71.2-123.1 Gy       60.5-90.8 Gy

EQD~2~ -- equivalent dose at 2 Gy; EBRT -- external beam radiotherapy, HDR -- high-dose-rate, D~90~ -- the minimum dose received by 90% of the prostate volume, CTV -- clinical target volume, D~2cm^3^~ -- minimum dose to the most exposed 2 cm^3^

###### 

Median volumes of clinical target volumes (CTV), D~90~ CTV and D~2cm^3^~ of rectum and bladder (EQD~2~, EBRT + HDR) in 7 patients in computed tomography and magnetic resonance imaging, treated with Template Benidorm for the same implant

  -------------------------------------------------------------------
                    MRI TB                   CT TB
  ----------------- ------------------------ ------------------------
  Volume cm^3^      109.4 cm^3^ (± 32.86)\   135.5 cm^3^ (± 29.09)\
                    (74.1-161 cm^3^)         (114-184.7 cm^3^)

  D~90~ CTV         76.3 Gy (± 3.84)\        76.2 Gy (± 2.72)\
                    (71.5-80.9 Gy)           (72.5-79.9 Gy)

  D~2cm3~ rectum    74.8 Gy (± 5.91)\        76 Gy (± 3.14)\
                    (63.3-79.9 Gy)           (70.2-79.8 Gy)

  D~2cm3~ bladder   75.8 Gy (± 8.91)\        79.2 Gy (± 4.18)\
                    (61.6-86 Gy)             (74-85.1 Gy)
  -------------------------------------------------------------------

EQD~2~ -- equivalent dose at 2 Gy, EBRT -- external beam radiotherapy, HDR -- high-dose-rate, MRI -- magnetic resonance imaging, TB -- Template Benidorm, CT -- computed tomography, D~90~ -- the minimum dose received by 90% of the prostate volume, CTV -- clinical target volume, D~2cm^3^~ -- minimum dose to the most exposed 2 cm^3^

Overall survival (OS) was 87%, 64%, and 53% at 12, 24, and 36 months, respectively. Disease free survival (DFS) was 89%, 70%, and 60% at 12, 24, and 36 months, respectively. Twenty-two patients (37%) died because of tumor, 30 are alive without tumor (51%), 4 patients are alive with tumor (7%), and 3 have died of other causes (5%). There is not statistical significance in overall survival (*p* = 0.948), disease free survival (*p* = 0.785), local control (*p* = 0.924), lymph node control (*p* = 0.962), and distant failure (*p* = 0.387) in patients treated with MUPIT or TB.

The lymph node failure (LNF, pelvic or para-aortic) rate was 25%, and 27% developed distant metastases (DM). Median time of lymph node recurrence was 9 months (3-25 months). Median time of distant failure was 19 months (5-40 months).

Thirteen patients (9 MUPIT and 4 TB) experienced local recurrence (22%) (in cervix, vagina, parametrium, or uterus) at a median time of 12 months after BT treatment (12-27 months). Five of these (39%) had recurrence in the myometrium (4 MUPIT/1 TB). Twelve of 13 local recurrences (92%) had a partial response after EBRT plus chemotherapy. Median CTV D~90~ of the recurrences was 74 Gy (70.8-79.2 Gy) in CT-based MUPIT, and 79.2 Gy (71.7-84.2 Gy) in MRI-based TB.

Toxicity was assessed according to National Cancer Institute CTCAE recommendations (version 4.0). Chronic toxicities are defined at those occurring after ≥ 3 months of finishing the last brachytherapy procedure.

Acute toxicity {#sec3.1}
--------------

Two (3%) patients had a cervix hemorrhage when the implant was removed (1 MUPIT, 1 TB), needing transfusion. There were no G3 acute GU or GI toxicities in these group.

Chronic toxicity {#sec3.2}
----------------

Four patients (7%), 2 with stage IIIB disease and 2 with stage IVA, developed a recto-vaginal fistula (3 CT-based MUPIT and 1 MRI-based TB). Two of these were associated with local recurrence. One patient with stage T3B disease treated with CT-based MUPIT developed G4 cystitis, 29 months after brachytherapy; this condition was resolved with hyperbaric oxygen. In this case, the CTV D~90~ was 78.8, but the bladder D~2cm^3^~ was 103.7 Gy.

Eighteen patients (30%) developed rectal bleeding; in 9 patients (15%) G3, Argon treatment was necessary (7 CT-based MUPIT \[78%\] and 2 MRI-based TB \[22%\]) at a median time of 8 months (7-14 months). Median D~90~ for the CTV was 74.4 Gy (range 69-78.8 Gy) for CT-based MUPIT and 80 Gy (range 79.6-80.4 Gy) for TB. Median rectum D~2cm^3^~ of these nine patients was 74.8 Gy (range 71.6-132.10 Gy) for CT-based MUPIT, and 71.3 Gy (69.9-72.7 Gy) for MRI-based TB. There were no bowel or bladder perforation events.

We analyzed the following factors using univariate analysis: stage (IIA vs. IIB vs. IIIA vs. IIIB vs. IVA), T (T2A vs. T2B vs. T3A vs. T3B vs. T4), nodal status (N0 vs. N1), vaginal involvement at diagnosis (disease free vs. involved), parametrial involvement at diagnosis (disease free vs. involved), myometrial involvement at diagnosis (yes vs. no), response to EBRT and chemotherapy (complete vs. partial), and CTV D~90~ (≤ 70 Gy vs. 70.05-75 Gy vs. 75-79 Gy vs. \> 79.01 Gy), rectum D~2cm^3^~ (≤ 75 Gy vs. \> 75.1 Gy) for OS, DFS, LC, LNF, DM, and toxicity (rectal bleeding). All factors were analyzed alone and in relation to the type of applicator (MUPIT vs. TB). Of these, stage II, no lymph node involvement (N0), and no extension to the myometrium at diagnosis had a significant impact on OS and DFS (*p \<* 0.001). None of prognostic factors analyzed influenced the local control.

There was sufficient follow-up in both groups to analyze the rate of development of rectal bleeding. A significant percentage (*p* = 0.040) of patients treated with CT-based MUPIT developed rectal bleeding. Twelve percent of patients treated with the MUPIT template developed G3 rectal bleeding. Three percent of those treated with TB developed rectal bleeding.

Due to the low number of other toxicities reported in follow-up, multivariate analysis was not done.

Discussion {#sec4}
==========

In recent years, imaging has been incorporated into brachytherapy treatments. The replacement of 2D treatments based on point doses by 3D volumetric definitions has introduced a new era of gynecological BT \[[@cit0021]\]. The conventional "pear-shaped" homogeneous isodoses based on points included different volumes of tumor at different stages of the disease, and these were not routinely changed, based on response to EBRT. Smaller tumors and those with excellent and good responses were probably over-treated with large brachytherapy volumes; on the other hand, advanced stages with bigger tumors or poor response to EBRT may have been under-treated because of incomplete dosimetric coverage. Although definition of the cervix and the extension of carcinomas are less than optimal with CT, this imaging modality has helped to assess morphological changes and brachytherapy volumes needing delineation. Today, MRI has been incorporated into brachytherapy for diagnosis and dosimetry because it provides superior definition of cervix tumors, their expansion, local involvement, and relationship with OARs. The new volume definitions possible with MRI have allowed the concept of IGBT to be defined by ABS and GEC-ESTRO \[[@cit0013], [@cit0014], [@cit0022], [@cit0023]\] who have published several reports describing commissioning, reconstruction, and establishing MRI recommendations \[[@cit0024], [@cit0025]\]. The purpose has been to facilitate the transition to MRI-based brachytherapy, incorporating "tailored" treatments with new applicators. Better results, increased local control, and decreased toxicity have been reported \[[@cit0026], [@cit0027], [@cit0028], [@cit0029], [@cit0030], [@cit0031], [@cit0032], [@cit0033]\] in on-going international protocols (EMBRACE, Retro EMBRACE, and EMBRACE II) that include hundreds of patients \[[@cit0034], [@cit0035], [@cit0036], [@cit0037]\].

Magnetic resonance imaging has become the gold standard imaging technique for IGBT \[[@cit0020]\]. It has allowed identification of tumors that were not covered by standard intracavitary applicators (tandem and ovoids, or tandem and ring), and it has led to the development of new commercial devices that incorporate interstitial components. For instance, with the Utrecht and Vienna systems \[[@cit0031], [@cit0038]\], tumors with proximal and middle parametrial involvement can be treated with a prescription isodose that can be increased by 15 mm laterally, compared to the coverage attainable with the classic point A approach \[[@cit0038]\]. Constraints can be maintained while achieving better dosimetric results than with a parametrial EBRT boost \[[@cit0039]\].

However, there are circumstances, in which these devices will prove insufficient for adequate treatment. For instance, in treating bulky tumors, cervix tumors that extend to the distal parametrium, tumors with medium or distal vaginal extension, those with poor response to EBRT, cases with anatomical constraints such as narrow vaginas or inability to enter the cervical OS, other interstitial approaches are needed \[[@cit0019], [@cit0040], [@cit0041]\]. Two commercial perineal interstitial templates (Syed-Neblett template or MUPIT template) are available \[[@cit0009], [@cit0010]\]. And there are other published techniques such as adding transvaginal angled needles through new applicators (Vienna type 2) \[[@cit0042]\], the use of a complementary cap \[[@cit0043], [@cit0044]\], or an individual ring cap (3D impression) \[[@cit0045]\], insertion of additional "home-made" perineal needles or mono-institutional applicators (Nice applicator) \[[@cit0046], [@cit0047]\]. In all cases, needles are guided free hand or by fluoroscopy, ultrasound, CT, or MRI \[[@cit0005], [@cit0007], [@cit0008], [@cit0048], [@cit0049]\].

We had used the MUPIT template for years, although the absence of an intrauterine component and need for CT for dosimetry with its associated artifacts produced by the metallic needles and its poor delimitation of tumor tissues proved inconvenient. In an effort to overcome these problems, in 2007 after starting using MRI for brachytherapy cervix dosimetry, we know that we needed an applicator that could combine intrauterine and vaginal components and interstitial needles, and that would include both straight and angled (17º) holes to cover distal parametrial disease, distal vagina disease, and bulky tumors. For all these reasons, in 2013, we have developed a new intracavitary/interstitial applicator compatible with MRI. The TB is an attempt to combine the technical advantages of MUPIT and the imaging advantages of MRI-based while preserving the stability, geometry, and robustness of the implant, covering the desired volume, avoiding possible errors of free-hand needle placement, and including an intrauterine component to provide a central brachytherapy dose. In this report, we analyze our clinical experience and results of 59 patients treated with CT-based MUPIT before April 2013 (34 patients), and with MRI-based TB and MRI dosimetry after this date (25 patients).

Both CT-based MUPIT and MRI-based TB groups had very similar baseline characteristics. MUPIT patients had more vaginal extension affectation, but the TB group included 3 patients with retroperitoneal and supraclavicular extension. There were no differences in survival, local control, lymph node control, or distant failure between the groups. The OS and DFS were worse at 12 and 24 months for TB patients. This is because the TB group included 2 patients with M1 disease with retroperitoneal lymph node involvement and two with more extensive IVA disease.

One notable difference between the two approaches was that the volumes defined in MRI-based TB were significantly smaller than those seen with CT-based MUPIT and its repercussion over toxicity. Overestimated CT-based volumes have been reported previously by Viswanathan *et al*. \[[@cit0018]\] in 10 patients with the applicator in place to decrease the potential for changes in the uterus and cervix, and there were no differences in OARs in the MRI planning. To eliminate the uncertainty of inter-observer target definition in our series, volumes for all patients were defined by the same experienced radiation oncologist \[[@cit0050], [@cit0051]\]. The CTV volumes were smaller in patients treated with MRI-based TB (based on GEC-ESTRO volume definitions recommendations), even when they were compared by stage or extension. Because one potential criticism could be that the patients treated with MUPIT and TB were dissimilar, we performed CT scans (under the same conditions as MRI) in 7 patients implanted with TB. The data obtained from MRI showing better image definition, smaller CTV volumes, and smaller D~90~ over OARs are shown in [Table 4](#t0004){ref-type="table"}.

In this study, there was no relationship between CTV volumes and local control, an outcome reported in other studies \[[@cit0001], [@cit0052], [@cit0053]\]. We take this as an evidence of the efficacy of perineal interstitial brachytherapy and its ability to adequately treat bulky disease, a result that has been reported by others \[[@cit0002]\].

Analysis of local recurrence in both groups showed that there were more myometrial recurrences in the CT-based MUPIT group. This was assumed to be due to the absence of an intrauterine component in these patients, with less dose reaching the myometrial extension and lack of a rectification of the organ. The use of a tandem is necessary to provide a higher central dose, and the absence of this dose is one of the disadvantages of the exclusive use of perineal interstitial templates. Viswanathan *et al*. have reported on this as significant predictor of survival \[[@cit0054]\].

The median D~90~ values of 75.8 Gy for CT-based MUPIT and 78.6 Gy for MRI-based TB are smaller than is recommended for increased local control \[[@cit0055], [@cit0056]\]. These values should be interpreted with caution because they are related to the CTV~IR~, and are associated with two different BT approaches: intracavitary alone and intracavitary with an interstitial component. We found that it was difficult to apply the GEC-ESTRO recommendations for doses to volumes of risk in this group of patients with locally advanced cervix carcinomas (patients with tumor extensions that were not covered by SIU/ovoids or the Utrecht applicator), primarily because this process involves a unique implant covering both diseases at the diagnostic (CTV~IR~), and disease at the time of the BT (GTV and CTV~HR~). Due to the increased volume of the CTV, the total dose is administrated in smaller daily fractions, twice a day, over 4-6 days, according to Institutional protocol. As others have also reported, we prescribed the dose to this CTV without distinguishing between volumes and considering CTV~HR~. What appears to be a relatively low median EQD~2~ to CTV was not taken into account like the effect of delivering 6 fractions, two times a day in a short overall treatment time, and our median EQD~2~ dose to CTV was within the range (EQD~2~ 61.6-82 Gy) described by others \[[@cit0005], [@cit0007], [@cit0052], [@cit0057], [@cit0058]\].

Thus, although there are no guidelines for dose and fractionation schemes for a unique interstitial implant for locally advanced cervix carcinoma, we decided to continue administrating TB in six 4 Gy fractions, twice a day to the CTV, as we had done previously for CT-based MUPIT treatments, while following the GEC-ESTRO recommendations for tolerance doses of OARs. One possible disapproval of this approach is that the dose was the same in all cases, and that neither the size of the fractions nor the number of fractions was increased to account for residual disease at the time of the brachytherapy procedure.

Interstitial treatments with devices other than the Utrecht or Vienna applicators are not routinely used. Lack of experience, fear of complications, concern about the invasiveness of the procedure, and absence of randomized studies may be the reasons for persisting hesitance to use interstitial brachytherapy. Furthermore, most of the literature is based on limited numbers of patients and very heterogeneous clinical and dosimetry data: patients with cervix, vagina, or vulvar tumors with different biological behavior, primary and recurrences, with or without previous radiotherapy, treatments with CTV volumes ranging 63 to 137 cm^3^, different brachytherapy devices, and differing fraction sizes, total doses, dose specification methods, and optimization \[[@cit0007], [@cit0048], [@cit0049], [@cit0052], [@cit0058], [@cit0059], [@cit0060]\]. As a result, comparison or evaluation of resultant local control and survival is extremely difficult. In comparison with the results reported from the few studies of perineal interstitial brachytherapy for locally advanced cervix carcinoma, the outcomes of the current study are very similar in terms of OS, DFS, and LC \[[@cit0002], [@cit0005], [@cit0008]\].

Comparison of toxicity is equally difficult. The published series define toxicity differently, use dissimilar grading systems, and vary in their approach to localization of the tumor, treatment volume size, cumulative dose received, and hot spots in the dosimetry. The most frequently reported interstitial implant complication is bleeding \[[@cit0004], [@cit0061]\], and this is associated with factors such as tumor necrosis. In our series, only two patients (3%) had bleeding after removal the applicator; this rate has been reported as high as 11% by others \[[@cit0005], [@cit0061]\]. Bleeding risk is a potential event that has been correlated with individual heterogeneity in blood vessel architecture, tumor, and degree of necrosis of the tumor \[[@cit0047]\].

Published late complications vary and have no relationship to DVH. Rectum D~2cm^3^~ values are higher with interstitial brachytherapy, possibly because of the necessity of covering a larger region that is not possible with standard tandem implants. We have not found a correlation between dose histogram values and rectal toxicity as reported by D'Souza, Beriwal, Dyk, and Georg \[[@cit0001], [@cit0049], [@cit0058], [@cit0062]\]. Unlike other authors \[[@cit0005], [@cit0006], [@cit0052]\], George *et al*. reported a D~2cm^3^~ (EQD~2~ in rectum) that was 75 Gy for patients with late G2-G4 rectal complications. Lee *et al*. found that a median value of 73 Gy for D~2cm^3^~ in rectum was a strong predictor of late rectal G3-G4 complications. In our study, the median value for rectum D~2cm^3^~ exceeded 73 Gy in 37 patients (56%) and 75 Gy in 29 patients (49%), but only 4 developed G3 rectal bleeding. The majority of our patients with G3 toxicity were treated with CT-based MUPIT, and, in 92% of these patients, the entire vagina was treated, which explains the higher volumes of rectum included. Univariate analysis showed that the use of MUPIT was the unique variable with a direct relationship to rectal toxicity, probably because of the larger treatment volumes.

Recently, Mazeron *et al*. \[[@cit0063]\] have published the dose-volume effect relationship for late rectal morbidity of 960 patients treated in EMBRACE protocol. This data has to be compared cautiously with patients treated exclusively with a perineal IC/interstitial implant, mainly because of the bigger volumes of treatment in the last ones. The first difference between their patients and our series is the technique employed. Only 34.4% of the patients of EMBRACE protocol were treated with interstitial BT (Utrecht applicator, Vienna applicator or free hand inserted needles). These is the reason of the very low percentage of rectitis (rectal bleeding), 16.3% of the patients (only 1% G3) in comparison with our results (30% rectal bleeding, 15% G3).

The tolerance doses recommended by GEC-ESTRO were exceeded in only 3 of the 9 patients with G3 rectal bleeding, and again all were treated with CT-based MUPIT (EQD~2~ 2 cm^3^ of rectum: 76.3 Gy, 80.2 Gy, and 132.10 Gy). Our overall 15% rate of chronic G3 rectal bleeding is similar to that reported in the literature \[[@cit0058]\] and clearly reflects the difference between the applicators (12% rate with CT-based MUPIT and 3% with MRI-based TB).

Further studies of these applicators are needed to establish the best size for each fraction and the optimum number of fractions necessary to obtain the ideal EQD~2~ for complete coverage of the CTV, and to ascertain the appropriate doses to the CTV~HR~ and the CTV~IR~ to achieve local control and limit toxicity in this group of patients with aggressive disease and poor outcomes.

Conclusions {#sec5}
===========

Magnetic resonance imaging-based planning has superseded CT for planning brachytherapy of cervix carcinoma. Interstitial brachytherapy can be employed in locally advanced cervix carcinomas when intracavitary techniques alone do not reach the residual tumor in areas of risk. The ability of MRI to better define the cervix, tumor, residual areas, and organs at risk allows smaller treatment volumes to be used, and smaller volumes have been shown to significantly decrease toxicity (3% rectal bleeding G3). With a clearer understanding of the benefits of MRI-based planning, future studies are planned that will escalate doses in patients with a partial response defining CTVs following GEC-ESTRO recommendations. The TB offers an MRI compatible applicator that incorporates an endocavitary component with an interstitial one, thus ensuring central dose contribution. This device can be employed in different perineal diseases (primary or recurrences) including other gynecologic tumors as well as cervix.
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